Transvenous cardioverter-defibrillator implantation with a double coil lead via persistent left superior vena cava.
A dual-coil defibrillation lead was inserted in a 64-year-old male through a persistent left superior vena cava draining into the coronary sinus. The lead, connected to a cardioverter-defibrillator (ICD) implanted in the left pectoral area, was looped in the right atrium positioning the proximal and distal lead coils in the coronary sinus and right ventricular outflow track respectively and resulting in a low and stable defibrillation threshold. Because of its relative ease and effectiveness, this procedure may be recommended in patients with persistent left superior vena cava requiring an ICD implant.